[Effect of topical anaesthesic drops, measured by aesthesiometry (author's transl)].
By means of a new electronic-optical instrument corneal sensitivity after application of topical anaesthesia was examined. In a prospective study different preparations were compared, also the influence of concentration dosage and milieu were studied.